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Currently, the assessment of the state of fetal well-being using ultrasounds is a challenge in the obstetrical world. To
assess the fetal well-being, parameters are derived from the fetal heart rate and fetal movements. We estimated the
fetal heart rate using a multi-sensor, multi-gate pulsed Doppler system, and we proposed to study the complexity
of heart rate by calculating the multi-scale entropy and the parameters deduced from the recurrence plots. The
article presents a preliminary study that evaluates the relevance of complexity parameters in assessing the state of
fetal well-being. Our results revealed that complexity parameters can distinguish healthy from suﬀering foetus.
1 Introduction
The assessment of the fetal well-being using ultrasound
methods, is a great challenge nowadays. The main problem
of the obstetricians is to determine exactly the moment when
the foetus confronts itself with lack of oxygen.
The lack of oxygen for a short period can damage neurons
and may have major consequences on neurological status and
future development of the foetus. For a longer period the lack
of oxygen can cause the death of the foetus.
So far it was found that an insuﬃcient supply of oxygen
(hypoxia) involves distress of the foetus, which in turn will
trigger a change in the values of foetus parameters, such as
the cardiac rhythm. A robust mean to evaluate the cardiac
rhythm of the foetus is to use a Doppler ultrasound system.
It has been suggested that the variability of cardiac rhythm
in adults diminishes during hypoxic conditions [1], and this
decrease can be detected before clinical signs appear. This
early detection can be achieved using complexity measures
of a time series, like sampled entropy [2].
Recent studies [3] have indicated that it is still possible to
identify the presence of hypoxic conditions using multi-scale
entropy [4, 5] based on sampled entropy.
Since the well-being state of the foetus disappears when
hypoxia sets in, we ﬁrstly studied the multi-scale entropy
based on sampled entropy to verify whether it may indicates
the emergence of the hypoxia.
To complete this parameter, we studied the contribution
of parameters (mean diagonal length) developed in chaos
theory from the recurrences of the time series [6, 7]. We
tested this parameters whether it highlights the changes of
the cardiac rhythm in the absence of oxygen.
This paper is structured as follows: in section 2 we de-
scribed our Doppler system while in section 3 we presented
the parameters used in our study. In section 4 we illustrated
our results. Finally, the section 5 presented our conclusions.
2 Equipment: The Doppler System
Our systemwas composed from a personal computer (PC)
and our Actifoetus unit. The Actifoetus unit contained three
groups of four transducers and a Doppler acquisition board.
The operating functions of the acquisition board were pre-
sented in details in [8].
One group is dedicated to explore the fetal heart. The
transducers exploring the fetal heart were non-focused and
mono-element. They were circular in shape, with a diameter
of 13.5 mm and an acoustic power of 1 mW/cm2. Geomet-
rically, the transducers were located at the center of gravity
and at the tops of an equilateral triangle of sides measuring
40.7 mm.
The transducers were placed on the mother’s abdomen.
They transmitted a sinusoidal pulse at 2.25 MHz with a pulse
repetition frequency (PRF) of 1 kHz. The ultrasound wave
propagated through the mother’s abdomen towards the foetal
heart. The wave interacted with the moving structures of the
heart like walls or valves. This interaction had modiﬁed the
transmitted frequency of the pulse. The frequency content of
the backscattered signal contained the heart signature when it
was recorded from a volume that included the foetal heart. To
discretize the volume, the backscattered signal was recorded
from ﬁve diﬀerent depths.
The ultrasound signal received was converted into an elec-
trical signal and ampliﬁed to compensate for the attenuation
of 1 dB/cm/MHz. The signal was then demodulated in phase
(I) and quadrature (Q) [9]. After demodulation, the signals
were digitized. The digital outputs of the converters repre-
sented the digital Doppler signal.
Once the digital signals were obtained, we processed nu-
merically the Doppler signals to ﬁnd the foetal heart rhythm [10,
11]. The foetal heart rhythm was computed every 250 ms and
corresponded to the interval computed as the average of the
consecutive intervals of the heart beats.
The foetal heart rhythm was represented as a time series
and was analyzed in order to distinguish the healthy and the
suﬀering foetus. The next section presents the methods used
in our preliminary study.
3 Methods
In this section we present the multi-scale entropy (MSE)
and recurrence plot methods.
Figure 1: Actifoetus unit composed of three groups with
four transducers each. One group was dedicated to detect
the foetal heart rhythm.
Proceedings of the Acoustics 2012 Nantes Conference23-27 April 2012, Nantes, France
2908
3.1 Multi-Scale Entropy
Multi-scale entropy analyses the signal at diﬀerent scales.
Starting from the foetal heart rhythm, the scaled versions
were obtained averaging a successively number of heart rhythm
values in non-overlapping windows of the original time se-








were Ri was the heart rate being analyzed, s the scale, while
x the scaled version of the Ri.
The previous equation reveals that the number of the sam-
ples of the signal within the same temporal window decreased
s-times for each scale. The number of samples (at a given
scale) contained in temporal window decreases, but they char-
acterized the same time. Because the sampled entropy is
much accurate for long signals, we limited our study for the
ﬁrst ﬁve scales.
Once the scaled versions of the signal obtained, we com-
puted the sample entropy for each of them. For each scale the
sampled entropy was computed in a sliding window manner
with a shift time step between two consecutive intervals of
two samples. The computation of the sampled entropy for
one window of size N was reported below. Because the com-
putation method does not depend on the scale, we ignored
the superscript index s. The upcoming steps summarize the
computation of the sample entropy:
1. for each i = 1, . . . ,N − m + 1 we formed the vectors;
Vi = [x j(i), x j(i + 1), . . . , x j(i + m − 1)], (2)
2. we computed the maximum value of the m-dimension
absolute diﬀerence vector;
d(Vi,V j) = max(|Vi − V j|) (3)
3. for each vector Vi we computed the number Pmi of sim-
ilar vectors (d(Vi,V j) ≤ r). For the calculus of Pmi we
excluded the self-similarity (i  j). The probability of
such a vector was:
Cmr (i) = P
m
i /(N − m + 1) (4)

















6. we computed the sampled entropy:
S ampEn(m, r,N) = φm(r) − φm+1(r) (7)
3.2 Recurrence Plot and RQA Parameters
The recurrence plot method was introduced by Eckman
[12], and it consists of visualizing the recurrent states of the
system using a matrix. Two states are recurrent if they are
close within the tolerance r in the phase space of the system.
However, in this paper we constructed the recurrence matrix
using directly the time series, i.e. 1-D phase-space. We noted
the matrix that visualizes the recurrences in the signal with
[RP]i, j=1,N , N being the length of the signal. As compared
with the multi-scale entropy this matrix was computed only
for the ﬁrst scale (original time series of the foetal heart). The
elements of the matrix, were given by the relations (8)-(10):
1. for each i = 1, . . . ,N − m + 1 we formed the vectors;
Vi = [x1(i), x1(i + 1), . . . , x1(i + m − 1)], (8)
where we noted with Vi and V j the system state at
times i, j. In case of the heart, the states of the sys-
tem were the values of the cardiac rhythms Ri.
2. we computed the maximum value of the m-dimension
absolute diﬀerence vector;
d(Vi,V j) = max(|Vi − V j|) (9)
3. for each pair (i, j) we assigned, using a tolerance r;
RP(i, j) =
{
1, d(Vi,V j) ≤ r i, j = 1, . . . ,N
0, d(Vi,V j) > r i, j = 1, . . . ,N
(10)
From elements of the matrix RP, we computed the pa-
rameters that quantify the recurrences of the signal. This
quantiﬁcation is known as the RQAmethod (Recurrence Quan-
tiﬁcation Analysis). The RQA parameters are computed us-
ing the diagonal segments of the matrix RP [7].
The mean diagonal distance was one of the RQA com-
puted parameters. It characterizes the average time when two
consecutive segments of the signal are almost identical. Mar-
wan [7] interpreted the parameter as the average time dur-










where we noted with P(l) the diagonal distance histogram,
and lmin the lowest diagonal distance.
4 Results
4.1 Multi-Scale Entropy
We monitored the foetus over 30 minutes like the Man-
ning test suggests [13]. The ﬁgure (2) shows the heart rates
of a healthy and suﬀering foetus, respectively.
As we have already mentioned, the rhythm was evaluated
every 250 ms to obtain 7200 values for a period of 30 min-
utes. We used a window of three minutes (720 samples at
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Figure 2: Heart rhythm of a healthy and suﬀering foetus,
respectively.
Figure 3: The sample entropy computed for the pattern m=2
at ﬁrst scale in the case of heart rhythm of the healthy and
suﬀering foetus in ﬁgure (2).
ﬁrst scale), to compute the sampled entropy. Using a slid-
ing window technique we computed at each scale a vector
whose elements were the sample entropy values. Finally, we
evaluated the mean and the variance associated to this vec-
tor. The ﬁgure (3) shows the evolution in time of sampled
entropy evaluated at ﬁrst scale for the pattern m=2.
We computed the multi-scale entropy for the pattern with
2 elements (m=2) as described in section 3.1. In our compu-
tation we used the recommended value of r=0.15 from stan-
dard deviation of the heart rhythm.
The ﬁgure (4) shows the multi-scale entropy obtained for
ﬁve scales. We can observe that the sampled entropy de-
creased for both rhythms, as the scale increased. We believe
that the drop of the value of the multi-scale entropy as the
scale increases is normal since the complexity was reduced
once we averaged the original heart rhythm series. The vari-
ance at each scale sticked around 0.2 for the healthy foetus
and 0.16 for the suﬀering foetus, regardless of the scale. For
the computation of the mean and variance 3240 values of
sampled entropy were used at ﬁrst scale, this number being
Figure 4: The multi-scale entropy (MSE) for m=2 computed
for the healthy and suﬀering foetus in ﬁgure (2).
halved as the scale increased.
Although both values of sample entropy decreased, the
multi-scale entropy remained greater for of healthy foetus
as compared to a suﬀering foetus. This is due to the fact
that complexity of the heart rate series is higher in case of
the healthy foetus. This behaviour of the multi-scale entropy
(being higher in case of healthy foetus) is similar with the
results reported in [3].
The ﬁgure (4) shows that multi-scale entropy measure is
able to distinguish completely between the healthy and the
suﬀering foetus for the ﬁrst three scales. Note that this diﬀer-
entiation was not possible when we used the classical obstet-
rical parameters, like accelerations1 which surprisingly are
more visible in case of suﬀering foetus than the healthy foe-
tus.
While the values of the multi-scale entropy in case of a
healthy and suﬀering fetus were completely separated for the
ﬁrst three scales, they were not completely separated for the
fourth and the ﬁfth scales, yet, an overlap was observed. This
partial separation could be explained by the inaccuracy of the
multi-scale entropy, knowing that this parameter converge to-
ward its true value for long signals.
4.2 Recurrence Plot and RQA Parameters
For the same heart rhythms we computed the recurrence
plot matrix as indicated in section 3.2. We used the same
pattern m=2 and the same r (equal with 0.15 from standard
deviation value) as in the case of multi-scale entropy. The
two matrices are presented in ﬁgures 5(a)-(b), for the entire
signals.
We computed the recurrence plot matrix for windows of
three minutes, like in the case of multi-scale entropy. For
each window the equation (11) was evaluated. The results
were plotted in ﬁgure (5(c)) for both healthy and suﬀering
foetus.
We observed that the mean diagonal length is higher in
case of the suﬀering foetus. This meant that the cardiac
rhythm of the suﬀering foetus is more predictable than that of
the healthy foetus. A greater predictability is possible when
a loss in complexity of the heart system appears. This loss
in complexity could be explained by the weak interaction be-
1An acceleration is an increase of heart rhythm with at least 15 beats per
minute during at least 15 seconds. This is the classical parameter with the
smallest false positive rate in detecting hypoxia.





Figure 5: The RP matrix computed for: (a) a healthy foetus
and (b) a suﬀering foetus. Figure (c) presents the mean
diagonal distance computed in a sliding window manner
with a window of three minutes.
tween brain and heart of the foetus, as a consequence of an
oxygen concentration drop in blood of the foetus.
5 Conclusions
We developed a pulsed Doppler system capable to moni-
tor the heart rhythm of the foetus. Using the cardiac rhythm,
we studied its complexity by computing the multi-scale en-
tropy and the RQA parameter (mean diagonal length) de-
duced from the recurrence plots. These parameters seemed
to be able to discriminate between healthy and suﬀering foe-
tus, even when the classical parameters are no longer capable
to do it. We intend to use these parameters in a system that
will be able to asses the fetal well-being.
Acknowledgments
This work was ﬁnancially supported by the Agence Na-
tionale de la Recherche (ANR) in the project TecSan, Sur-
foetus 023-01/495350E.
References
[1] S. Saito, K. Tanobe, M. Yamada, and F. Nishihara.
Relationship Between Arterial Oxygen Saturation and
Heart Rate Variability at High Altitudes. The American
Journal of Emergency Medicine, 23(1):8–12, 2005.
[2] D. E. Lake, J. S. Richman, M. P. Griﬃn, and J. R.
Moorman. Sample Entropy Analysis of Neonatal Heart
Rate Variability. American Journal of Physiology -
Regulatory, Integrative and Comparative Physiology,
283(3):R789–R797, 2002.
[3] M. Ferrario, M. G. Signorini, G. Magenes, and
S. Cerutti. Comparison of Entropy-Based Regularity
Estimators: Application to the Fetal Heart Rate Signal
for the Identiﬁcation of Fetal Distress. IEEE Transac-
tions on Biomedical Engineering, 53(1):119–125, Jan-
uary 2006.
[4] M. Costa, A. L. Goldberger, and C. K. Peng. Multiscale
Entropy to Distinguish Physiologic and Synthetic RR
Time Series. Computers in Cardiology, 29:137–140,
2002.
[5] M. Costa, C.-K. Peng, and A. Goldberger. Multiscale
Analysis of Heart Rate Dynamics: Entropy and Time
Irreversibility Measures. Cardiovascular Engineering,
8:88–93, 2008. 10. 1007/s10558-007-9049-1.
[6] N. Marwan, N. Wessel, U. Meyerfeldt, A. Schirde-
wan, and J. Kurths. Recurrence-plot Based Measures
of Complexity and their Application to Heart-Rate-
Variability Data. Physical Review E,, 66:026702, 2002.
[7] N. Marwan, M. C. Romano, M. Thiel, and J. Kurths.
Recurrence Plots for Analysis of Complex Systems.
Physics Reports, 438:237–329, janvier 2007.
[8] D. Rouvre. Caracte´risation de l’activite´ foetale: mise
en oeuvre d’un dispositif d’enregistrement et analyse
des signaux doppler multidimensionnels. PhD thesis,
Proceedings of the Acoustics 2012 Nantes Conference 23-27 April 2012, Nantes, France
2911
Universite´ Franc¸ois Rabelais de Tours, Tours, France,
2006.
[9] J. A. Jensen. Estimation of Blood Velocities Using Ul-
trasound. Cambridge University Press, 1996.
[10] I. Voicu, D. Kouame, M. Fournier-Massignan, and J.-
M. Girault. Estimating Fetal Heart Rate from Multi-
ple Ultrasound Signals. In International Conference
on Advancements of Medicine and Health Care through
Technology, volume 26 of IFMBE Proceedings, pages
185–190. Springer Berlin Heidelberg, 2009.
[11] I. Voicu, J. M. Girault, C. Roussel, A. Decock, and
D. Kouame. Robust Estimation of Fetal Heart Rate
from US Doppler Signals. Physics Procedia, 3(1):691–
699, 2010. International Congress on Ultrasonics, San-
tiago de Chile, January 2009.
[12] J.-P. Eckman, S. Oliﬀson Kamphorst, and D. Ruelle.
Recurrence Plots of Dynamical Systems. Europhysics
Letters, 4(91):973–977, 1987.
[13] F. AManning, L. David Platt, and L. Sipos. Antepartum
Fetal Evaluation: Development of a Fetal Biophysical
Proﬁle. American Journal of Obstetrics and Gynecol-
ogy, 136(6):787–795, March 1980.
Proceedings of the Acoustics 2012 Nantes Conference23-27 April 2012, Nantes, France
2912
